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THEIS REPORT PREPARED PURSUANT TO DCTY IMPOSED BY
A.A.C. R9-14-404(R)

ARIZONA DEPARTMENT OF HEPALTH SERVICES
STANDARD QUALITY ASSURANCE PROCEDURES(&ﬁ

INTOXILYZER MODEL 5000=*

sGENcy Tucson Police QA SPECIALIST Lrene Doren 6@33/)

(Print Nagme)
NTOXILYZER SERIAL #@U-0040/%(#/2) LOCATION bur He
DATE__ August /| 17 Q0047 Tivz_ /O/O
vy ~Ou
/e Display reads "READY TO START! or "PUSH BUTTON TO START

TEST."

DIAGNQSTIC TESTS
g DUM Test check. Setting should be Detwean .200 and
_§00. Mode selection switch S2 on, S1 and S$S3 off or
keyboard menu celection "H". Reading is __. %63 .
ké%t: Display Test check. Mode selection switcnhn S1 on and S2
and S3 off or keyboard menu selection "V'.
24 printer Test check. Mode cselection switcn S1, S22, S3
off or keyboard menu selection "?".
é&:ﬂy Clock time check. Mode selection switcnh S10 on or
xeypoard menu selection "E". -
5 Date check. Mode selactlion switcen S11 con or keyboard
menu selection "IZU.

OPERATIONAL TESTS
LA rlcohol free subject Test resul
N2 el Error recognition logic systen
Tnvalid test printed
2, Proper sample recognition system
Invalid sample printad
Deficient sample printed—&xX
N/A Completeness of sample purge with collectlon tubex**
< S Calibration standard 0. 060 AC
Results: 0. QFFAC @ 0. DA A P
vES "NO__

Tnstrument operating properly and accurately.

COMMENTS:* (01 F—2/0/9 moved clock ancad

' {
STIGNATURE M ;&Mh
Ve

Q. ‘“9&24 alcohol concentration standard collected for subsegquent
analysis.#=

0.000 AC

unczioning

ey
—
<

+

*WITHE CR WITHOUT VAFPOR RECIRCULATION AND WITH CR WITHOUT XEYBOARD
**xTHIS STEP I8 ONLY REQUIRED IP TEIS DEVICE I8 BEING USED POR
SAMPLE CAPTURE.

DHS/DSLS/Form Cl117(Rev.7-93)
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EXHIBIT P L —

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
' A.A.C. R9-14-404(RA)

ARIZONA DEPARTHMENT OF HEALTE BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000

S8TANDARD CALIBRATION CHECK PROCEDURE @

Agency _Tucson Police Department Date &/nu/o¥ Time /0/0
Intoxilyzer Sserial# MM?)Location DUL H9

oA Specialist _Lrent Doran 4 33[
(Print Name)

/) 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Tnsure that a tight seal has been made.
Standard value: 0. pD®D 2C

(W) 2- Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

(&) 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"

- on keyboard menu.

5 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.
o5 5. Intoxilyzer 5000 display reads WREADY TO START" or

"PUSH BUTTON".

B o~ (PR-) 6. Push Start Test button or press enter on keyboard.
=) 7+ Insert card in response TO display.

~¢a§§2r4 8. Air blanx completed.

- (4%4 5. calibration check completed.

Test results 0.0F8¢0.08 2 AC
o () 10 Air blank completed.
qé«L‘er 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
(¥&7 12. Return mode selection switch #9 to off positicn after
all calibration checks are complete or type Q and enter
on keyboard. :

SIGNATURE @M/&W\_
W

*WITH OR WITEOUT VAPOR RECIRCULATION AND WITE OR WITHEOUT XEYBOARD

DHS/DSLS/Form C116 (Rev.7-93)



\F ONIIND Ad 9861 D

I ‘
E d M QYD HILNIEA LNINABLSNI GH3ZATXOLNI

RENESIEELDY

el asenci

*O3IHINLA0 LSIHDIH

SHM d31HIdd

ANTIHA - FTAHES LH3TIIT1430 #

Y oon-

:2181 o0 , LRI
52101 290" 1531 1230ans*
h2iet fRE " YHETE HI8

w SuiL  3nwa owa o ¢ 1s3l

- Z

highad-

ha-/ 11,84

oo ME gaEc 3004 Zd

AATATINME CIOHODTE - HIZANTHOLHI
aHT O OTHD

— _ -

DINIIWD AG 9861 &

QUYA HILNIY LNIWNHISNI ;HIZATXOLN

e e

\\ e R

4

£ 14

| JwV\Q Luwsgﬁ
e - SYHYW3H HO/ANY NOLEINHOANI IVYNOLLIGAY
HOVYAJO . _...
J2€ A |
NOILY. JNNYISNI Om>x.mmm0 1SH14 AL
na
||‘J1f. JWYN S.103r8NS
I3 T ‘
A\
S
|
wJﬂ
2c:at Gee " AME1E WIH)
ETRT R Wikt 374WYS OITHANI
1c:aT aBa AHETE. 1Y
U1l INTEA owa hmmm

has11./8a
1300 28
ZATIROLNT
OHI THD

h1BhBE-99 NS | ©O6d
AAFTATIENE OHODTE - d

LL| i




